WAC 246-226-001 Authority, purpose, and scope. The requirements of this chapter are adopted pursuant to the provisions of chapter 70.98 RCW.

This chapter establishes CT X-ray system requirements for the intentional exposure of humans to ionizing radiation for diagnostic imaging.

[Statutory Authority: RCW 70.98.050 and 70.98.080. WSR 16-23-030, § 246-226-001, filed 11/8/16, effective 1/1/17.]